Medical devices; immunology and microbiology devices; classification of dengue virus nucleic acid amplification test reagents. Final order.
The Food and Drug Administration (FDA) is classifying dengue virus nucleic acid amplification test reagents into class II (special controls). The Agency is classifying the device into class II (special controls) because special controls, in addition to general controls, will provide a reasonable assurance of safety and effectiveness of the device.